Muscles in the human body have two functions: to develop force and to shorten. In the respiratory system, force is usually estimated as pressure, and shortening as lung volume change or displacement of chest wall structures. To test respiratory muscle properties, pressures can be measured either during voluntary manoeuvres or during involuntary contractions, notably in response to phrenic nerve stimulation ([@b1-cjrt-51-39]).

The literature describes many respiratory muscle strength measurement tools, which can be divided into invasive and noninvasive. Although invasive techniques, such as esophageal and gastric balloons for recording esophageal, gastric and transdiaphragmatic pressure, are considered to be more reliable, they require difficult, long and unpleasant procedures. Therefore, noninvasive procedures, such as measurement of mouth or nasal pressure, which are easily performed, are usually preferred and are widely applied and accepted ([@b2-cjrt-51-39]).

Measurement of maximum inspiratory pressure (MIP) is a simple, quick and noninvasive clinical procedure for determining inspiratory (diaphragm, abdominal, intercostal and accessory) muscle strength both in healthy subjects, and in patients with pulmonary or neuromuscular diseases ([@b3-cjrt-51-39]). MIP is the greatest subatmospheric pressure that can be generated during inspiration against an occluded airway. It is a relatively simple and inexpensive measurement to perform ([@b4-cjrt-51-39]). It reflects the force-generating ability of the combined inspiratory muscles during a brief-static contraction ([@b5-cjrt-51-39]), thus reflecting the strength of the inspiratory muscle. The capsule-sensing pressure gauge (CSPG-V, Gauges Bourdon \[I\] Pvt Ltd, India \[[Figure 1](#f1-cjrt-51-39){ref-type="fig"}\]) is a new tool that measures mouth pressure, which is classically established as the standard for assessment of inspiratory muscle strength. This particular CSPG-V was designed, tested and calibrated by an ISO 9001-certified company (General Instruments Consortium Company, India). It is a small, handheld, portable, lightweight, noninvasive, nonbattery-powered, inexpensive device with a mouth pressure manometer attached to a flexible tube with a plastic rigid flanged mouthpiece and a small monitor that displays the test results in cmH~2~O. This device measures pressure in the range of −500 cmH~2~O to 0 cmH~2~O with markings at every 5 cmH~2~O; accuracy is rated as ±5 cmH~2~O.

MIP measurement is not routinely performed during pulmonary function testing. It is indicated when muscle weakness is a suspected contributing cause of abnormal results from routine testing, such as a low vital capacity or reduced forced expiratory volume without signs of obstruction, or an abnormality of the flow volume loop that is recognized to be associated with muscle weakness or if muscle weakness is a possibility in the given clinical scenario. Weakness of the respiratory muscles may be present in patients with dyspnea; respiratory failure; neuromuscular diseases, such as myasthenia gravis, Guillain-Barré syndrome, amyotrophic lateral sclerosis, stroke, polio or quadriplegia; and in multisystem diseases such as polymyositis and sarcoidosis ([@b6-cjrt-51-39]). MIP is also used to monitor patients with acute conditions (myasthenia gravis, motor neuron diseases, etc) who are at risk for rapid loss of strength in inspiratory muscles, to follow the progress of patients with chronic diseases (chronic obstructive pulmonary disease \[COPD\], muscular dystrophy) and also to detect muscle weakness in undiagnosed patients. There is an increased awareness that respiratory muscle weakness can be a compounding factor in other disease processes, such as malnutrition, and steroid therapy ([@b5-cjrt-51-39]). Apart from having a role in the diagnosis and prognosis of several neuromuscular and pulmonary disorders, respiratory muscle weakness is also associated with health status, physical fitness and even postsurgical general morbidity/mortality of an individual ([@b4-cjrt-51-39]).

For example, inspiratory muscle training after assessment using an MIP device has been reported to be useful in COPD when patients presented with significant respiratory muscle weakness, and also showed that tapering of oral corticosteroid successfully restored the respiratory muscle strength and improved dyspnea in patients with corticosteroid-induced myopathy ([@b7-cjrt-51-39]). MIP is also helpful in evaluating the success of weaning patients from mechanical ventilators and in predicting the outcome of cardiac transplantation surgery in patients with chronic congestive heart failure ([@b8-cjrt-51-39]). Maximum mouth pressure measurements with some portable manometers have been found to be reliable and valid both in healthy volunteers as well as pulmonary and neuromuscular disease patients. However, to our knowledge, there is little awareness of these portable devices because they are scarcely available in a developing country such as India. Also, previous manometer reliability studies used inappropriate or insufficient statistical indexes of reliability (eg, Pearson correlation coefficient), which makes their assumptions problematic ([@b2-cjrt-51-39]).

The objective of the present study was to develop evidence regarding the intra- and inter-rater reliability of MIP using a CSPG device in healthy adults so that it can be readily used in a typical clinical setting; thereby facilitating enhanced patient care with inspiratory muscle weakness of various causes.

METHODS
=======

The present analysis was a cross-sectional study approved by the Institutional Ethics Committee of Sancheti Institute for Orthopedics and Rehabilitation (Maharashtra, India), a tertiary health care centre. Informed written consent was obtained from all participants.

A sample of 40 healthy adults (20 male, 20 female) was recruited for intrarater and 40 healthy adults (20 male, 20 females) for inter-rater reliability using a simple randomization technique. The sample size was calculated based on a sample size calculation technique. The mean (± SD) age was 22±3 years. Excluded from analysis were smokers; individuals with respiratory tract infection within two weeks of data collection ([@b9-cjrt-51-39]); individuals with congenital or acquired cardiac or respiratory disease; and neurological and musculoskeletal conditions involving the respiratory system because these are known to influence respiratory function. The demographic characteristics of all participants were noted. Participants were seated comfortably on a chair with their back supported. MIP was measured using the CSPG-V according to American Thoracic Society (ATS) guidelines.

CSPG-V
------

A small leak was introduced between the occlusion and the mouth to prevent glottis closure. During MIP measurement, the participant was asked to hold the gauge with both hands and to close his or her lips firmly around the flanged mouthpiece. A nose clip was applied to avoid nasal air leak and the participants were asked to exhale as much as possible (to residual volume) and then to inhale maximally for \>1 s against the resistance of the gauge. The subjects performed three inspiratory efforts, with each effort sustained for at least 1 s. Strong verbal encouragement was given during the test ([@b7-cjrt-51-39]). The best of the three inspiratory efforts was used for analysis. An interval of approximately 1 min was allowed to elapse between each effort. At the beginning of the testing sessions, instructions about the procedure were given in a standardized manner and all measurements were performed by an appropriately trained physical therapist. The measurements occurred at the same time of day for each participant. To assess intrarater reliability, a physical therapist assessed 40 subjects twice. Measurements were separated by one day, and the therapist was blinded to the results. To assess inter-rater reliability, two therapists performed measurements on 40 subjects, separated by one day and blinded to one another's readings. These results were used for data analysis.

Data analysis was performed using SPSS version 12.0 (IBM Corporation, USA) and the results were analyzed using intraclass correlation coefficient (ICC) for intra- and inter-rater reliability testing of the CSPG device.

RESULTS
=======

[Table 1](#t1-cjrt-51-39){ref-type="table"} summarizes the intrarater data and [Table 2](#t2-cjrt-51-39){ref-type="table"} summarizes the inter-rater data; [Figure 2](#f2-cjrt-51-39){ref-type="fig"} and [Figure 3](#f3-cjrt-51-39){ref-type="fig"} depict the mean for MIP of intra-rater reliability testing (ie, A1 and A2) while [Figure 4](#f4-cjrt-51-39){ref-type="fig"} and [Figure 5](#f5-cjrt-51-39){ref-type="fig"} depict the mean for MIP of inter-rater reliability testing (ie, rater 1 and rater 2). The ICC for intrarater testing was 0.962 and ICC for inter-rater testing was 0.922. Statistical significance was set at P=0.05. ICC values \>0.6 are considered to be acceptably reliable, while ICC values \>0.8 are considered to be highly reliable ([@b10-cjrt-51-39]). The maximal value of an ICC is 1.0, which indicates perfect intrasubject reproducibility; it is accepted that a test should have an ICC of at least 0.60 to be useful ([@b11-cjrt-51-39]).

DISCUSSION
==========

The present study provides new insight regarding the intra- and inter-rater reliability of a CSPG-V device, supporting its use for assessment and treatment of patients with inspiratory muscle weakness. The intrarater reliability ICC was 0.962 and inter-rater reliability ICC was 0.922, suggesting that the CSPG-V device is a highly reliable tool for assessing respiratory muscle strength with high accuracy because the reliability is \>0.8 and does not require a high number of repetitions for its accuracy. In the present study, we also found that the mean MIP was 82.82±32.76 cmH~2~O, which is consistent with the normal range reported in a study conducted by Wilson ([@b12-cjrt-51-39]) involving 135 Caucasian adults \>18 years of age.

The method that was adopted for MIP measurement in the present study was incorporated according to the standard method recommended by the ATS, in which the ATS authors reviewed studies of flanged mouthpieces versus tube mouthpieces. The authors commented that the values obtained using a flanged mouthpiece were less than with a tube mouthpiece, but recommend the flanged mouthpieces as the standard because they are easier for patients to use ([@b1-cjrt-51-39]). In the present study, we also attempted to overcome a learning effect by allowing three repetitions, which likely altered MIP. Clanton and Diaz ([@b13-cjrt-51-39]) also reported a considerable learning effect up to the fifth to ninth MIP trial.

To our knowledge, there is currently no device to assess inspiratory muscle strength available in India that is portable, easy to use and reliable. Our study is comparable with other studies performed by international institutions that have also performed reliability testing of portable manometers. In one study, Dimitriadis et al ([@b2-cjrt-51-39]) focused on the test/retest reliability of MicroRPM portable manometer's measurements of MIP and maximum expiratory pressure while test subjects were sitting and standing for three sessions at an interval of one week each for 15 individuals. ICCs for MIP and maximum expiratory pressure in the sitting position were 0.86 to 0.90, and were 0.78 to 0.83 for the standing postion. The reliability generated in the sitting position in that study was comparable with our study, with ICC values of 0.962 (intrarater) and 0.922 (inter-rater), thus making both portable devices comparable. It is also clear that MIP is best measured in seated patients, compared with standing.

A study performed by Maillard et al ([@b11-cjrt-51-39]) reported high reliability using a mouth pressure meter (Chest Scientific Instruments Ltd, United Kingdom) on the measurement of MIP (r=0.88 to r=0.92) in patients lying in a semirecumbent position. They reported a mean of 115 cmH~2~O on 10 healthy subjects; in our study, the mean MIP in sitting position with the portable CSPG-V was 82.82 cmH~2~O, which can be attributed to the positional differences. The semirecumbent position used by Maillard et al ([@b11-cjrt-51-39]) would have led to an optimal length tension relationship of the inspiratory muscles, thereby facilitating stronger contraction of these muscle and, thus, greater MIP values.

Also, a study by Larson et al ([@b14-cjrt-51-39]) tested the reliability of maximal inspiratory mouth pressures (PIMAX) by measuring PIMAX once per week for four weeks in 91 patients with COPD using an aneroid pressure gauge. They allowed five PIMAX trials at each test. From the first to the fourth test, the PIMAX increased by a mean of 9±10 cmH~2~O and from the third to the fourth test, PIMAX increased by a mean of 2 cmH~2~O and performance appeared to be plateauing. The test-retest reliability coefficient was 0.97 for MIPs measured at the third and fourth test sessions while the 95% CI for the absolute difference in PIMAX at the third and fourth test was 3 cmH~2~O to 5 cmH~2~O ([@b14-cjrt-51-39]). Therefore, as the number of trials increased from the third to fourth test and above, there was a learning effect in which the MIP values plateaued beyond the third trial. To account for this, we had each participant perform three trials and the best of the three readings was considered for study purposes.

To determine whether reproducibility is a valid indicator of maximal effort in MIP, Aldrich and Spiro ([@b8-cjrt-51-39]) measured inspiratory pressures 18 times each in 10 healthy adults (nine maximal efforts and nine submaximal efforts). They reported no clear separation between the coefficients of variation or ranges of maximal and submaximal efforts, concluding that reproducibility was a not a clear indicator of a valid MIP test for research purposes, in which relatively small changes in inspiratory muscle strength must be discriminated; however, in a clinical setting, MIP testing using a portable device such as the CSPG-V is sufficiently reliable to make it a useful addition.

Limitations to the present study include the absence of maximum expiratory strength and body mass index measurements, which may have influenced the MIP values. Further studies should focus on validation of this device and to test its reliability in various respiratory disease populations.

Clinical implications of the CSPG-V device are that it can be used for patient assessment as well as training of inspiratory muscles in hospitals, home, community and also in typical clinical settings. This would provide better insight to improving dyspnea and the quality of life of these patients.

CONCLUSION
==========

The hand-held portable device described in the present study is an acceptable and reproducible tool for assessing and treating patients with inspiratory muscle weakness. It is inexpensive and portable, which further enhances its use in typical clinical settings. Use of this device may lead to better patient care and management pertaining to known and unknown causes of dyspnea requiring inspiratory muscle training.
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###### 

Intrarater data

  **Rater**    **Total, n**   **Maximum inspiratory pressure, cmH~2~O**
  ------------ -------------- -------------------------------------------
  A1 (day 1)   40             82.821±32.763
  A2 (day 2)   40             82.436±32.785

*Data presented as mean* ± SD *unless otherwise indicated*

###### 

Inter-rater data

  **Rater**   **Total, n**   **Maximum inspiratory pressure, cmH~2~O**
  ----------- -------------- -------------------------------------------
  1           40             74.487±24.916
  2           40             72.949±22.441

Data presented as mean ± SD unless otherwise indicated
